Distal embolization from Mynx device.
Vascular closure devices are commonly used to obtain arterial access site closure after cardiovascular procedures. They are popular as they decrease time to hemostasis and ambulation while improving patient comfort by eliminating need for compression. However, complications due to vascular closure devices are not uncommon. We report a case of possible intravascular distal embolization of water-soluble PEG polymer that is deployed extravascular using the Mynx vascular closure device.